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A procedure for the determination of nitro-substituted polynuclear aromatic hydrocarbons 
(nitro-PAH) on crude air-particulate and soil extracts is introduced. Elimination of purifica- 
tion and fractionation procedures was made possible by the use of both a selective ionization 
method, such as electron-capture chemical ionization, and a specific fragmentation process, 
in an experiment of tandem mass spectrometry (gas chromatography-electron capture 
tandem mass spectrometry). Different mass spectrometric procedures were compared. The 
best performance was observed when the nitro-PAH molecular ions [Ml- were mass-selected 
by the first analyzer under multiple reaction monitoring conditions and then fragmented to 
NO; (#z/z 46). Detection limits were on the order of hundreds of femtograms, as deter- 
mined in extracts of real environmental samples. This corresponds approximately to 5-15 pg 
of nitro-PAH per cubic meter of air sampled. Calibration curves were linear over 3 orders of 
magnitude. Applications to contamination from motor vehicle combustion and the iron 
industry are briefly discussed. 0 1996 American Society for Mass Spectromety (J Am Sot 
Mnss Spectrom 1996, 7, 1255-1265) 
N 
itro-substituted polynuclear aromatic hydro- 
carbons (nitro-PAHs) are probably the most 
important class of mutagens identified as air 
pollutants in the last 15 years [l-8]. They originate 
from polynuclear aromatic hydrocarbons WAHs) by at 
least three distinct processes, namely, fil electrophilic 
nitration during combustion processes (particularly in 
diesel engines) [2, 5, 8-131, (ii) hydroxyl radical attack 
followed by reaction with NO,V and loss of a water 
molecule [8, 14-211, or (iii) reaction with N,O, [22-241. 
Both processes (ii) and (iii) take place during transport 
through the atmosphere by reaction of PAHs (gener- 
ally adsorbed on particulate matter) with nitrogen ox- 
ides, but (ii) predominates during daylight hours, while 
(iii) is prevalent during the night. A further process 
has been repeatedly reported [2, 11, 25-281 in which 
(iv) nitro-PAHs are artificially produced during partic- 
ulate sample collection, although its relative impor- 
tance recently has been cut down to size [28]. 
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Nitro-PAHs have been determined by means of 
bioassay-directed fractionation and chemical analysis 
[29] in particulate exhaust emission of motor vehicles 
15, 9, 10, 13, 30-421, airborne particulate matter [15-19, 
27, 33, 34, 42-531, industrial emissions [49], carbon 
black, and toners [3, 54-561. All these matrices are 
extremely complex, since thousands of combustion 
products are generally present in the sample. More- 
over, a number of parent PAH isomers and other 
closely related derivatives, which tend to coelute with 
nitro-PAHs under a variety of liquid and gas chro- 
matographic conditions, are present at concentrations 1 
or 2 order of magnitude higher than that of the nitro- 
substituted compounds. Extensive workup procedures 
are required to isolate nitro-PAH from other classes of 
interfering compounds. The most widely used proce- 
dures for fractionation of particulate extracts include 
open column liquid chromatography either with silica 
gel or alumina 127, 32, 43-451, normal-phase high-per- 
formance liquid chromatography (HPLC) [ 13, 15-19, 
28, 33, 34, 41, 46-491, and solid phase extraction [lo, 
37, 57, 581. From open column liquid chromatography 
four main fractions are generally obtained. In addition 
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to nitro-PAHs, the moderately polar fraction contains 
also a number of oxy derivatives (aldehydes, ketones, 
quinones) [43] generally at a much higher concentra- 
tion than nitro-PAHs, which may interfere with them, 
depending on the analytical technique utilized. Much 
more effective fractionation is achieved by normal- 
phase I-IPLC, although nitro-PAHs are not collected in 
a single fraction, but rather they are distributed in 
several fractions, which may require separate analysis. 
Even when nitro-PAHs have been partially isolated 
from the interfering substances and concentrated, the 
subsequent instrumental analysis has to be extremely 
sensitive and selective at once, since most nitro-PAHs 
prove to be mutagenic even at ultratrace concentra- 
tions. Selectivity and detection limits are closely linked 
together when extremely high chemical background is 
present in the sample, as is the case for real environ- 
mental samples, such as air particulate and soil. As a 
matter of fact, the detection limits often declared from 
experiments on nitro-PAH standard solutions did not 
hold when real environmental samples were consid- 
ered. Among the techniques utilized to detect nitro- 
PAHs, the most frequently used are gas chromatogra- 
phy combined with, respectively, a thermionic (TID) or 
nitrogen-phosphorus (NPD) selective detector [ 13, 15, 
47, 50, 591, chemiluminescence-based thermal energy 
analyzer (TEA) [31-341 and electron capture detector 
(ECD) [44, 46, 571, HPLC with either fluorescence 
[40-42, 451, chemiluminescence [36, 51, 561, or electro- 
chemical [37, 42, 43, 581 detector, gas chromatogra- 
phy-mass spectrometry (GC-MS) in electron impact 
(EI) [13, 16-19, 32, 34, 35, 591, positive ion chemical 
ionization (PC11 [9], or negative ion chemical ionization 
(NC11 electron capture (EC) [15, 39,46, 48, 55, 591. 
A rather selective technique is electron capture 
chemical ionization mass spectrometry, as only the 
compounds with high electron affinity provide high 
response factors. Nitro-PAHs are among the organic 
compounds with the highest electron affinity [60]. The 
combination of polynuclear aromatic structure and 
strong electron-withdrawing character of the nitro 
group lowers the energy of the lowest unoccupied 
molecular orbital (LUMO) [60]. Moreover, electron 
capture-mass spectrometry (EC-MS) appears to yield 
the highest sensitivity for the most toxic among nitro- 
PAI-Is, as their electron affinity and mutagenicity ap- 
pear to be linked [8]. However, at the time when most 
applications of EC-MS to nitro-PAI-I determination 
were published, this technique was regarded as 
scarcely reproducible in terms of mass spectral fea- 
tures and response factors. Nowadays, EC-MS is a 
well-established technique that can be routinely used 
for accurate analytical determinations. Although GC- 
EC-MS proved to provide adequate sensitivity and 
selectivity for the analysis of nitro-PAHs in most ma- 
trices, it still suffers from the interference of oxy- 
genated PAHs, which have to be separated from 
nitro-PAHs by extensive sample cleanup and fraction- 
ation 1311. 
Tandem mass spectrometry (MS/MS) has occasion- 
ally been used in the analysis of nitro-PAHs, mostly 
without GC [9, 391. Schilhabel and Levsen 1381 com- 
bined GC, EC, and MS/MS to achieve highly selective 
detection of nitro-PAHs, but full analytical characteri- 
zation of the method was not attained. For example, 
the application for quantitative determinations has not 
been shown nor were detection limits and dynamic 
range obtained [38]. 
A survey of recent analytical chemistry literature 
reveals that interest in the research devoted to the 
detection of nitro-PAHs in environmental samples has 
progressively declined, after the explosion of the early 
198Os, despite the accumulation of a lot of evidence in 
the meantime that proved that nitro-PAHs are pollu- 
tants of enormous human health concern, large diffu- 
sion, and high environmental impact. The considerable 
progress of chemical intrumentation technology to- 
gether with the substantial and quite generalized price 
cut on formerly expensive techniques, prompted us to 
reconsider this topic. 
The rationale for choosing a GC-EC-MS/MS con- 
figuration is that it comprises four “separation” stages, 
namely, one chromatographic separation, a selective 
ionization method, and two mass spectrometric analy- 
ses. This leads to such a high selectivity of the instru- 
mental technique that the preliminary sample fraction- 
ation is no longer required on air-particulate samples, 
thus avoiding both the need of time-consuming proce 
dures and the risk of analyte loss during sample ma- 
nipulation. We took up the instrument design pro- 
posed by Schilhabel and Levsen [38] for nitro-PAH 
analysis and expanded their objectives considerably. 
The removal of chemical interferences in the instru- 
mental response is so efficient that the method com- 
petes with chemiluminescence detection [511 in terms 
of minimum detectable amount. Calibration curves 
proved to be linear over a 3 order-of-magnitude range. 
The performance of GC-EC-MS/MS for nitro-PAH de- 
termination was tested on several real environmental 
samples, including (i) air-particulate samples collected 
inside a foundry, (ii) one urban air-particulate sample, 
and (iii) several soil samples collected along a state 
highway. 
Experimental 
Sample Preparation 
3-Nitrofluoranthene, 3-nitrophenanthrene, and 6- 
nitrochrysene were purchased from Amchro Restek 
Europa GmbH (Sulzbach Taunus, Germany). The re- 
maining nitro-PAH standards were obtained from 
Aldrich (Mannheim, Germany) and used without fur- 
ther purification. Standard solutions were prepared 
from the solid materials and subsequently diluted to 
the proper concentration. 
Superficial soil samples were collected at a depth of 
O-10 cm from the surface. Sampling sites were all at 
J Am Sot Mass Spectrom 19967, 1255-1265 NITRO-PAH IN AIR AND SOIL BY EC-MS/MS 1257 
5-m distance from a state highway, but distributed 
along it at considerable distance from one another. The 
sample was homogenized and then a 20-g aliquot was 
taken for the analysis. Soil sample extraction was car- 
ried out for 15 h in a Soxhlet device using a 1:l (v/v) 
mixture of toluene and methanol. After Soxhlet extrac- 
tion, part of the solvent was removed under mild 
conditions. The concentrated extract was passed 
through a silica-gel column (5 g) and eluted with 50 
mL of toluene. The volume of resulting solution was 
reduced to 1 mL under a gentle stream of clean nitro- 
gen before the analysis. 
Collection of air particulates from the atmosphere 
inside a foundry was performed by a high-volume 
Staplex sampler, by using fiberglass filters, for total 
particulate sampling. The sampling was carried out at 
1.5-m height from the ground and went on for 200 min 
at a rate of approximately 150 L/min (about 30 m3 of 
air sampled). The filters were subsequently extracted 
with 50 mL of toluene in an ultrasonic bath for 30 min. 
The extract was concentrated to 1 mL under nitrogen 
and then analyzed, without further cleanup. The urban 
air particulate was sampled by using the same proce- 
dure as for the foundry particulate, except for the 
sampling time, which was 12 h (about 108 m3 of air 
sampled). The collection filter was subsequently ex- 
tracted and analyzed. Three replicate analyses were 
carried out for each sample, on which standard devia- 
tions and calibration statistics were calculated. 
Extract Analysis 
All analyses were carried out by using a Finnigan-MAT 
95 Q (Bremen, Germany) hybrid tandem mass spec- 
trometer, in which the magnetic, electrostatic, and 
quadrupole analyzers are mounted in sequence (BEQ 
geometry). An octapole collision cell is located be- 
tween the electrostatic and the quadrupole sector to 
activate the parent ion dissociation in MS/MS experi- 
ments at low kinetic energy. A Varian 3400 (Palo Alto, 
CA) gas chromatograph is interfaced to the mass spec- 
trometer. 
Samples (1 PL) were introduced into the split-split- 
less injector of the GC, kept at 300 “C, and worked in 
the splitless mode for 60 s. The mixture was separated 
on a bonded-phase DB5-MS capillary column (J & W 
Scientific, Folsom, CA), 30-m-long, 0.25~mm internal 
diameter, and 0.25-pm film thickness. The oven tem- 
perature was programmed as follows: isothermal at 
90 “C for 3 min; from 90 to 300 “C at 12 “C/mu-i; iso- 
thermal at 300 “C for 10 min. The column end was 
introduced directly into the ion source of the mass 
spectrometer through a transfer line heated to 270 “C. 
Ionization of the analytes eluted by the GC column 
was achieved by electron capture chemical ionization 
(EC). Isobutane was admitted into the ion source at a 
pressure of 50 Pa (0.5 mbar), while the electron emit- 
ting filament was kept at 200 V and the electron 
current at 0.2 mA. The ion source temperature was 
maintained at 250 “C to avoid condensation of the less 
volatile analytes. In the optimized procedure, negative 
ions generated in the ion source were accelerated to 
5000 eV, analyzed by the magnetic sector, then driven 
through the electrostatic analyzer, and decelerated to 
80 eV by means of a series of cylindrical lenses. At this 
kinetic energy the ions underwent multiple collisions 
with 0.13 Pa of argon within the octapole collision cell, 
resulting in quite extensive fragmentation. Among the 
fragments generated by collision-induced dissociation 
(CID), only the ions of m/t 46 (basically, the NO; 
ion) were mass-selected by the quadrupole filter and 
allowed to reach the detector. The first mass analyzer 
was programmed so as to perform cyclic mass-hop- 
ping among the molecular ions of target nitro-PAHs. 
This multiple reaction monitoring (MRM) experiment 
was set so that different time windows of the chro- 
matographic run corresponded to different parent-ion 
selections, as follows: from 0 to 14.5 min, m/z 173 
only; from 14.5 to 19.25 min, m/z 211, 218, and 223; 
from 19.25 min to the end, m/z 247 and 273. With 
such progra mming, all nitro-PAHs could be detected 
in sequence as a function of their retention time. In a 
few experiments, the negative parent-ion spectra of 
m/z 46 were also recorded. This was achieved by 
continuously scanning the magnet from m/z 150 to 
300 in 0.8-s cycles, while keeping all the other parame- 
ters as in MRM experiments. 
CC-EC-MS experiments were carried out under the 
same conditions adopted for MS/MS experiments, but 
the ions passed through a single mass analyzer and 
were detected at the first dynode-electron multiplier 
system, located after the electrostatic sector. The mag- 
net was either continuously scanned or run under 
selected ion monitoring conditions, by using the same 
time windows as above. EI ionization was utilized in a 
few experiments at 70-eV electron energy and l.O-mA 
electron current. 
Neutral loss tandem mass spectra were obtained 
by scanning simultaneously the magnet and the 
quadrupole analyzer while keeping a constant differ- 
ence (either 30 or 46 u) between the masses selected 
during the scan. The voltages of all the lenses that 
comprised the quadrupole system (deceleration and 
focusing lenses) were scanned together with the ana- 
lyzer to ensure maximum ion transmission over the 
entire mass range. In these experiments, the laboratory 
collision energy and the collision gas pressure were set 
as in the MRM experiment described in the preceding 
text. 
The collision gas pressure was optimized by mea- 
suring the fragment ion signal arising from CID at 
0.05, 0.13, 0.2, and 0.4 Pa of argon. Optimal collision 
energy was determined with the aid of breakdown 
graphs, built from consecutive experiments where only 
the voltage of the collision cell was varied. The inten- 
sity of the fragment ion signal was the result of both 
the fragmentation efficiency and the ion transmission. 
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Results and Discussion 
Evaluation of the Method 
Collision-induced dissociation of nitro-PAH molecular 
ions generates various fragments, both in the positive 
and the negative ion mode. Positive molecular ions 
typically fragment by (i) loss of NOz, (ii) loss of NO 
followed by loss of CO, and (iii) formation of NO+ 
ions. Quite similarly, negative molecular ions give rise 
to the following processes: (iv) loss of NO,, (VI loss of 
NO, and (vi) formation of NO; ions. Any fragmenta- 
tion process involving the nitro group could in theory 
be exploited in a tandem mass spectrometric experi- 
ment to achieve selective detection of nitro derivatives. 
In practice, the efficiency of the dissociation and its 
selectivity vary considerably from one process to an- 
other. The sensitivity and selectivity of processes (i), 
(ii), (iv), (v), and (vi) were compared by analyzing, 
under appropriate scanning of the two mass analyzers, 
both a soil sample extract (soil 51) containing several 
nitro-PAHs at trace level and a mixture of 11 nitro-PAH 
authentic standards at 100~pg L-’ concentration. As 
the various fragmentation processes are likely to have 
slightly different activation energies, some average col- 
lision energy and collision gas pressure were set (Ex- 
perimental). Among the five experiments tested, the 
one yielding the best performance in term of speci- 
ficity, sensitivity, and homogeneous response was, by 
far, process (vi). For all the other processes studied, 
several large interfering peaks were present in the 
chromatographic profile of the soil sample extract. This 
depended on the fact that fragmentation of highly 
concentrated extract components produced the same 
net mass loss as processes (i) and (iv) (neutral loss of 
46 u.) and processes (ii) and (v) (neutral loss of 30 u). 
For example, consecutive losses of Hz0 and CO give 
rise to a net mass loss of 46 u as for NO,, and a HCHO 
loss is equivalent, in terms of nominal mass, to a NO 
neutral loss. 
The experiments performed on the loo-Kg L-’ stan- 
dard solution mixture showed that only experiment (i) 
produced comparable results as (vi) in terms of abso- 
lute signal, at least for mononitro-PAHs, but dinitron- 
aphthalenes yielded almost no signal in experiment (i). 
Good sensitivity for dinitronaphthalenes was observed 
in both experiments (v) and (vi). On the other hand, (v) 
did not produce satisfactory results for mononitro- 
PAHs. In practice, only the parent of m/t 46 negative 
ion scan (vi) proved adequate to detect selectively and 
with high signal-to-noise ratio all 11 nitro-PAHs tested, 
as the forthcoming figures demonstrate. This scan, 
either in the continuous mode or, more frequently, in 
the multiple reaction monitoring (MRM) mode, was 
the only one applied in the subsequent experiments on 
real environmental samples. 
Several combinations of different collision gas pres- 
sures and collision energies were tested using the 
mixture of 11 standards. For most nitro-PAHs the best 
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fragmentation efficiency was obtained for relatively 
low gas pressure (1.3 X 10-j mbar) and high labora- 
tory collision energy (80 eV>. However, the fragmenta- 
tion efficiency did not vary substantially over a quite 
large range of collisional energies, as the breakdown 
graph shown in Figure 1 demonstrates. Figure 1 re- 
ports the integrated signal (area) of single ion chro- 
matographic peaks obtained by plotting the ion cur- 
rent relative to the fragmentation of each molecular ion 
(M++ NO;) as a function of the laboratory collision 
energy. Although the fragmentation efficiency for l- 
nitronaphthalene and 9-nitroanthracene maximizes at 
collision energies lower than 80 eV, the signal loss 
suffered by operating at 80 eV does not exceed 20%. 
From Figure 1, it is also evident that the response 
factors for the various nitro-PAHs vary by up to al- 
most 1 order of magnitude, due to several causes, 
including their different electron affinity, fragmenta- 
tion efficiency, molar concentration (which is higher 
for light compounds at equal weight-to-weight concen- 
tration), and chromatographic injection and elution 
efficiencies. All these causes, with the exception of the 
first, tend to produce higher response factors for the 
nitro-PAHs with lower molecular weight. Breakdown 
curves are not reported for 1,8-dinitronaphthalene and 
3-nitrofluoranthene, as their traces approximately over- 
lap those of 2-nitrofluorene and 1-nitropyrene, respec- 
tively. Among dinitronaphthalenes, only the 1,5-iso- 
mer shows a response higher than mononitronaph- 
thalenes, not the 1,3- and 1,8-isomers, possibly because 
their high electron affinity is partially compensated for 
by their relatively low fragmentation efficiency. 
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Figure 1. Breakdown curves representing the variation of the 
signal relative to the transition [Ml- + [NO,]- as a function of 
laboratory collisional energy, for various nitro-PAHs. The re- 
sponse is provided by the integrated CC peak areas. +, 1,5-Di- 
nitronaphthalene; 0, 9-nitroanthracene; n , 1-nitronaphthalene; 
Q, Z-nitronaphthalene; 0, 3-nitrophenanthrene; A, Z- 
nihofluorene; 0, 1,3-dinitronaphthalene; *, 1-nitropyrene; v , 
6-nitrochrysene. 
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Figure 2 shows a comparison between MRM and 
continuous scanning methods of operating the first 
mass analyzer. Both chromatograms (a) and (bl were 
obtained by injecting 1 PL of a lO+g L-’ (ppb) 
standard solution. Chromatogram (a) is an elaboration 
of primary data, where the ion currents for only 6 ions 
(the molecular ions of 11 standards) were added to- 
gether to produce a profile more closely comparable to 
that of Figure 2b. Even if all 11 standards in Figure 2a 
can be detected, the chromatographic trace is much 
more noisy than that obtained from the MRM experi- 
ment (Figure 2b). The spikes in the profile are occa- 
sionally as high as the signal obtained from 6-nitroch- 
rysene, which is the analyte with the lowest response 
factor. Under such circumstances, the detection limit 
for most nitro-PAHs cannot be placed far beyond this 
concentration (10 pg L-‘I. In contrast, the chromato- 
graphic profile of Figure 2b appears to be extremely 
clean and free from spikes. The detection limits for the 
11 standards (minimum detectable amounts from a 
pure standard mixture) have obviously to be found at 
much lower concentrations. Figure 2c presents the 
chromatogram obtained from a 500-ng L-’ (500 fg 
injected) standard solution. The noise on the baseline is 
visible in this chromatogram, and precise evaluation of 
detection limits can be made. From repeated experi- 
ments at this and lower concentrations, cautious detec- 
tion limits can be located in the range from 100 to 500 
fg, depending in the specific nitro-PAHs considered. 
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Calibration curves were obtained for 11 nitro-PAH 
standards (EC-MS/MS MRM experiments). They 
proved linear in the range from 500 fg (500 ppt) to 200 
pg. Calibration curves were obtained also for experi- 
ments carried out under EC-MS and EC-MS/MS (scan) 
conditions to compare EC-MS/MS MRM results with 
those obtainable using, respectively, a traditional pro- 
cedure and the equivalent MS/MS scan suited for 
qualitative analysis. In Table 1 the calibration curves 
obtained from the different techniques are evaluated 
relative to one another by comparing their angular 
coefficient together with its standard deviation (a + rr,,,), 
the square of their correlation coefficient (r’), and the 
variance (s2) of single point deviations ( y - ycalculatedl 
from the calibration line by using (n - 2) degrees of 
freedom. The correlation coefficient was excellent for 
MRM experiments and quite good also for the tradi- 
tional EC-MS conditions, while r2 turned out poor 
when continuous scanning of the magnetic mass ana- 
lyzer was performed in the MS/MS configuration. 
Among the three mass spectrometry methods under 
comparison, the lowest s2 values were obtained by the 
MRM experiments for 10 standards out of 11, although 
the comparison with the values obtained by the EC-MS 
method does not show differences statistically signifi- 
cant at 95% confidence level (F-test). In contrast, s2 
values yielded by the EC-MS/MS scan experiments 
are significantly higher (F-test, 95% confidence level) 
than those obtained from EC-MS/MS MRM, at least 
for 9 standards out of 11. 
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Figure 2. Gas chromatograms relative to the analysis of a mix- 
ture of 11 nitro-PAH standards by electron capture and tandem 
mass spectrometry. (a) lo-ppb solution under continuous scan- 
ning of the magnetic analyzer; fb) IO-ppb solution under MRM 
mode; fcJ 500-ppt solution under MRM mode. Nitro-PAHs are 
indicated as follows: 0, I-nitronaphthalene; 0, 2-nitronaph- 
thalene; 0, 9-nitroanthracene; 0, 3nitrophenanthrene; 0, 
2nitrofluorene; 0, 3-nitrofluoranthene; 0, 1-nitropyrene; 0, 
6nitrochrysene; 8, 1,Bdinitronaphthalene; @, 1,5-dinitro- 
naphthalene; 0, 1,3-dinitronaphthalene. 
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Table 1. Calibration curves for 11 nitro-PAHs obtained from least squares linear fit of bilogarithmic plots 
(GC peak area versus concentrationY 
EC-MS/MS MRM (0.5-200 pg) EC-MS/MS scan (10-1000 pg) EC-MS (5-7000 pgJ 
a f ua r2 .s2 a f us r2 52 e f oa r2 S2 
1 -Nitronaphthalene 1.017 it 0.018 0.9980 0.00220 1 ,111 f 0.093 0.9729 0.02225 1.040 f 0.035 0.9945 0.00456 
2-Nitronaphthalene 1.039 f 0.027 0.9960 0.00469 1.247 f 0.081 0.9835 0.01693 1.121 f 0.046 0.9918 0.00792 
Q-Nitroanthracene 0.998 f 0.027 0.9977 0.00484 1.126 f 0.049 0.9924 0.00629 1.144 f 0.054 0.9890 0.01108 
3-Nitrophenanthrene 1.064 f 0.019 0.9981 0.00231 1.141 f 0.107 0.9660 0.02970 1.199 k 0.032 0.9965 0.00382 
2-Nitrofluorene 1.029 f 0.029 0.9976 0.00538 1.109 f 0.113 0.9599 0.03324 1.206 i 0.046 0.9928 0.00796 
1 -Nitropyrene 1.123 f 0.021 0.9979 0.00284 1.088 f 0.151 0.9283 0.05920 1.297 * 0.029 0.9975 0.00324 
3-Nitrofluoranthene 1.063 f 0.022 0.9974 0.00319 1 ,164 f 0.097 0.9796 0.01552 1.326 It 0.033 0.9970 0.00415 
6-Nitrochrysene 1 ,121 f 0.043 0.9913 0.01183 1 ,175 f 0.146 0.9415 0.05546 1.267 f 0.092 0.9744 0.03197 
1.5-Dinitronaphthalene 1.056 f 0.017 0.9985 0.00184 1 .153 f 0.087 0.9777 0.01963 1 ,148 f 0.026 0.9973 0.00267 
1,8-Dinitronaphthalene 1.064 f 0.027 0.9962 0.00461 1.143 f 0.104 0.9681 0.02789 1.241 f 0.034 0.9963 0.00435 
1,3-Dinitronaphthelene 1.067 f 0.024 0.9970 0.00363 1.289 f 0.058 0.9920 0.00873 1.298 f 0.033 0.9988 0.00405 
Average for 
11 nitro-PAHs 1.058 f 0.025 0.9969 0.00430 1 .159 f 0.099 0.9693 0.02680 1.208 f 0.042 0.9931 0.00780 
‘The calibration range for each different instrument configuration is indicated. For each nitro-PAH, the curve fit is represented by the 
angular coefficient (a), its standard deviation fu#J the square of the correlation coefficient fr2J, and the variance of the vertical deviations 
from the calibration curve fs’). 
In a logarithmic plot (Figure 3) the angular coeffi- 
cients (a) of the calibration curves obtained from the 
MRM procedure were not far from 1 (average 1.058), 
as was expected. However, these angular coefficients 
were determined with relatively high precision (low a, 
values), making the difference (1 - a) statistically sig- 
nificant at the 95% confidence level for 6 standards out 
of 11 (t-test). Angular coefficients largely exceeding 
unity were obtained from both EC-MS and EC-MS/MS 
scan experiments, corresponding to a too-rapid decline 
of the analytical signal with the decrease of nitro-PAH 
concentration. These (a) values, averaged for the 11 
standards (1.208 and 1.159, respectively, see Table l), 
exhibit large differences also from the average angular 
coefficient determined under the MRM procedure 
(1.058). These differences are statistically significant at 
10’ 
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n 
- v 
- A 
: 4 
1-Nitronaphthalene 
9-Nitroanthracene 
0.1 1000 
Figure 3. Bilogarithmic calibration graphs of GC peak areas 
versus concentration for four nitro-PAH standards. Counts are 
relative to [NO,]- ions produced by collision induced dissocia- 
tion of negatively charged molecular ions. 
the 95% confidence level (t-test), demonstrating the 
nonequivalence of the mass spectrometry procedures 
under comparison. 
System performance was checked daily by injecting 
a 500-ppt standard mixture. The calibration curves 
proved stable during a 3-week period. Apparently, 
calibration curves remained valid until the chromato- 
graphic performance was maintained. 
Soil Samples 
One soil sample (soil T 66) was split and one-half of it 
was spiked with the nitro-PAH standard mixture so as 
to yield an extract supplemented by 2 PLg L-’ of each 
authentic standard (approximately 100 ppt in the soil). 
This allowed us to check the recovery and to confirm 
the detection limits on a real sample, at least for the 
analytes not already present in it. Figure 4 shows the 
chromatograms obtained from the extracts of both the 
unspiked (a) and the spiked (b) samples, while the 
quantitative results are reported in Table 2 (column T 
66 and T 66*). Both chromatograms display a quite 
neat baseline from which the peaks relative to nitro- 
PAHs stand out. Even if there are more peaks in 
Figure 4b than in Figure 4a and these peaks exhibit 
higher intensity, nonetheless the main features of the 
chromatograms are the same. Quantitative results (Ta- 
ble 2) confirm that most nitro-PAHs were already 
present in the unspiked sample, but their abundance 
was enhanced by the spiking. For example, the two 
nitronaphthalenes and 1-nitropyrene increased from 3 
to 5 ppb, as expected, while several other analytes 
passed from hundreds of parts per trillion to 2 ppb. 
Dinitro-PAHs (not reported in Table 2) were absent in 
the unspiked sample, but were detected at 2-ppb con- 
centration in the spiked extract. 
The signal-to-noise ratio in the two chromatograms 
of Figure 4 is approximately the same as in the chro 
matogram from the standard mixture, which proves 
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Table 2. Quantitative determination of nitro-PAHs in soil extracts” 
Soil samples 
Samples T66 T  66* TO T7 A4 15 16 51 54 
1 -Nitronaphthalene @ 3.0 f 0.3 5 0.6 f 1.7 0.3 + 1.9 0.2 f 2.0 0.2 f 1.2 0.1 f 1.7 f 0.3 1.7 f 0.1 1.1 f 0.1 
2-Nitronaphthalene @ 3.1 + 0.4 5 + 0.5 1.7 f 0.2 2.2 + 0.2 2.4 f 0.1 1.7 f 0.2 2.1 f 0.3 2.2 f 0.2 1.5 f 0.1 
9-Nitroanthracene @ 0.6 f 0.1 2.2 0.3 + < 0.5 < 0.5 < 0.5 < 0.5 < 0.5 < 0.5 < 0.5 
3-Nitrophenanthrene @ 0.7 f 0.1 2.6 + 0.2 0.7 f 0.1 0.8 f 0.1 0.5 f 0.1 0.5 f 0.1 0.7 f 0.1 < 0.5 < 0.5 
2-Nitrofluorene @ < 0.5 2.2 f 0.4 n.d. n.d. n.d. n.d. n.d. n.d. n.d. 
3-Nitrofluoranthene @ 3.0 + 0.4 4 0.7 + 8 0.9 + 8k 1.1 5 0.6 f 8 0.6 f 9 f 1.2 7 f 0.5 3.1 f 0.4 
1 -Nitropyrene @ 3.2 f 0.4 5 0.7 + 6 0.7 f 6 0.8 + 8 0.7 f 9 f 0.9 10*1.0 10*0.9 5 f 0.6 
6-Nitrochrysene @ 0.6 f 0.2 2.0 + 0.3 n.d. n.d. n.d. < 0.5 n.d. 0.5 f 0.2 n.d. 
‘The results are expressed as micrograms per liter (ppb) in the extract. The concentration factor from soil to extract is 2D:t (w/w). 
Detectable enelytes whose concentration is below the range of the calibration curve are indicated as < 0.5. Undetected snalytes are 
indicated as n.d. 
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Figure 4. (a) Gas chromatogram of soil T 66 sample extract, as 
analyzed by the optimized EC-MS/MS MRM procedure. (b) Gas 
chromatogram of soil T 66 sample extract, spiked with 11 nitro- 
PAH at 2-ppb level each. Nitro-PAHs are indicated as in Figure 
2. 
that the MS/MS procedure adopted is very effective in 
removing the chemical noise produced by the complex 
matrices. Only in the range of retention times between 
14 and 18 min is the baseline slightly more noisy than 
in the profile of the standard solution, but the nitro- 
PAHs whose retention time is encompassed in this 
time range exhibit good response factors. It can be 
concluded that the assumption of a 500-ng L-r (ppt) 
detection limit is reliable also for all 11 nitro-PAHs in 
the real environmental samples considered in the pre- 
sent study. Even if the analytes could occasionally be 
quantified at concentrations below these detection lim- 
its, they were indicated as < 0.5 p(Lg L-’ in Table 2, 
provided that they were attributed with certainty. 
The chromatograms reported in Figure 4 show three 
small peaks, among the others, with retention times of 
approximately 15.0, 18.0, and 19.7 min, that do not 
correspond to any of the 11 standards. Even if their 
unequivocal identification required comparison with 
the corresponding authentic standards, they can tenta- 
tively be attributed to positional isomers of nitrofluo- 
rene, nitrophenanthrene, and nitrochrysene. If this is 
the case, they can be accounted for as analytes, not as 
interferences. 
Clear evidence of the complexity of the matrix and 
the high specificity obtained by using the MS/MS 
procedure is provided by Figure 5, where the gas 
chromatograms obtained by applying different instru- 
mental techniques to the analysis of the same soil 
extract (soil 51) are compared. The GC/MS analysis 
executed in EI mode with continuous scanning of the 
mass analyzer produced a GC trace (Figure 5a) show- 
ing the presence of hundreds (possibly thousands) of 
unresolved peaks, none of which corresponds to nitro- 
PAH. It is worth noting that the solution injected was 
not a crude extract; it had been roughly purified by 
elution on a silica-gel column. Nonetheless, the main 
components of the matrix produced such an intense 
signal that it prevented the detection of nitro-PAHs, 
which were present at trace level. The same result 
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Figure 5. Gas chromatograms of soil 51 sample extract under various experimental conditions. (a) 
ELMS scan; (b) EC-MS scan; (c) EC-MS SIM; (d) EC-MS/MS MRM. Nitro-PAHs are indicated as in 
Figure 2. 
occurred when the sample was analyzed by EC-MS 
under continuous scanning of the mass analyzer (Fig- 
ure 5b), although the baseline is smoother and the 
peaks come forth from it more neatly. A clear improve- 
ment was obtained by combining EC with selected ion 
monitoring (SIM), where the mass analyzer was al- 
lowed to monitor only the six molecular ions of inter- 
est. Despite the evident simplification of the GC trace 
(Figure 5~1, still all the most intense peaks correspond 
to interfering substances, while only two minor peaks 
can be attributed to nitro-PAHs namely, l- and 2- 
nitronaphthalenes, indicated by an arrow in Figure 5c. 
In sharp contrast to the preceding situations, the exe- 
cution of the EC-MS/MS (MRM) experiment removed 
completely the chemical noise from the GC trace (Fig- 
ure 5d), leaving the nitro-PAH signals free from any 
interference. Under such circumstances, l- and 2- 
nitronaphthalene produced very intense peaks corre- 
sponding to a 2-pg L-’ concentration, as did also 
3nitrofluoranthene and 1-nitropyrene, present at 7- 
and lo-pg L-’ levels, respectively. Even 9- 
nitroanthracene, 3nitrophenanthrene, and 64trochry- 
sene, present in the extract at 500-ppt concentration or 
below (see Table 2) could be easily detected and quan- 
tified in the GC trace (Figure 5d). The comparison 
between Figure 5c and d clearly demonstrates the 
advantage of adding a second mass-separation gate to 
the already selective GC-EC-MS (SIM) analysis. 
A survey of Table 2 reveals that the eight analyzed 
samples possess a rather uniform composition, at least 
with respect to the nitro-PAH content. As a matter of 
fact, the samples were collected at about the same 
distance from the road (5 m), though at large distance 
from one another. This fact, together with the large 
abundance of 1-nitropyrene and 34trofluoranthene, 
suggests that soil contamination was mainly due to the 
direct deposition of particulate matter from exhaust 
emission of motor vehicles, not to (photoassisted) pro- 
cesses at the gas-solid interface. However, the envi- 
ronmental implications of these analyses are out of the 
scope of the present study, which focuses on the im- 
plementation of adequate analytical procedures for ni- 
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Figure 6. Gas chromatogram of air-particulate F 35 sample 
extract, obtained from EC-MS/MS MRM conditions. Nitro-PAHs 
are indicated as in Figure 2. 
tro-PAH detection. With respect to this point, the de- 
veloped procedure appears to achieve high sensitivity 
and high selectivity at the same time, and it also 
provides the molecular weight information, which is 
useful for structural confirmation. The removal of the 
chemical interferences arising from the soil matrix al- 
lows detection limits below 500 ng L-’ to be obtained 
in the extracts, corresponding to approximately 25 ppt 
in the starting soil samples. This means that each 
nitro-PAH can be determined when its concentration 
exceeds 25 pg g-’ of soil. 
Air-Particulate Samples 
Ten air-particulate samples were collected within a 
single foundry plant, but at different positions of the 
steel and pig iron processing. The collection glass fil- 
ters were extracted and the extracts were concentrated 
and analyzed directly, as cleanup procedures proved 
unnecessary. Figure 6 shows the gas cluomatogram 
obtained from sample F35 employing the usual EC- 
MS/MS (MRM) settlement. Five major peaks are 
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present, four of which are identified as, respectively, 
9-nitroanthracene, 3-nitrophenanthrene, 3-nitrofluor- 
anthene, and 1-nitropyrene. The fifth peak is eluted at 
18.0 min and exhibits the same molecular weight as 
nitroanthracene and nitrophenanthrene. From litera- 
ture data [20] (reactivity and chromatograms) the fifth 
peak can be tentatively attributed to 9-nitrophenan- 
threne. Also five other minor peaks are likely to be 
positional isomers of the nitro-PAH standards exam- 
ined in the present study: three are possibly further 
isomers of nitrophenanthrene or nitroanthracene, one 
(r.t. 20’33” ) can be attributed to 8-nitrofluoranthene [9, 
531 and the fifth has the molecular weight of nitrochry- 
sene. No other interfering peaks are present and the 
background noise is very limited, as already observed 
for soil sample extracts. 
Table 3 reports the quantitative results from the 
particulate samples collected within the foundry. Two 
of the samples were split and spiked with the nitro- 
PAH standard mixture, yielding extracts fortified with 
2 Fg L-’ of each analyte. While in no case did the 
analytical procedure fail to detect the added analytes, 
the quantification of this spiking turned out to be 
inaccurate only for the analytes whose concentration 
was already high in the unspiked sample (i.e., 9- 
nitroanthracene and 3-nitrofluoranthene in F 46). For 
all the other analytes, good recovery and quantification 
was observed. The results on spiked samples prove 
that the accuracy of the method is satisfactory and that 
for none of the 11 standards is signal suppression from 
possibly coeluting substances observed. This, however, 
does not exclude that specific matrix components may 
capture substantial fractions of thermal electrons at 
retention times where none of the standards is eluted. 
The nitro-PAH concentrations at the various work- 
ing posts exhibited a wide variability. For example, 
9-nitroanthracene ranged from 1 (F 69) to 100 ppb (F 
46) and 1-nitropyrene from 0.8 (F 303) to 11 ppb (F 36). 
In general, some working posts could be classified as 
safe with regard to nitro-PAH pollution (F 69, F 69b, F 
288), since their total concentration was quite low, 
while in other posts (F 46, F 36) such heavy air contam- 
ination was found to raise serious concern about the 
Table 3. Quantitative determination of nitro-PAHs in air-particulate extracts3 
Air-paRkalate sample 
Samples F 36 F 36 F 36. F 46 F 46’ F 35 F 45 F 69 F 69b F 286 F 301 F 302 F 303 
1 -Nitronaphthalene @ < 0.5 < 0.5 2.2 0.3 f 1.6 0.3 3.5 0.4 < 0.5 f f < 0.5 < 0.5 < 0.5 < 0.5 0.5 0.1 * < 0.5 < 0.5 
2-Nitronaphthalene @ c 0.5 < 0.5 2.6 f 0.4 0.7 f 0.1 3.2 f 0.4 < 0.56 < 0.5 < 0.5 < 0.5 < 0.5 0.6 * 0.2 < 0.5 < 0.5 
9.Nitroanthracene @ 5 * 0.7 5 * 0.7 7kO.8 110f16100f162.7-f0.4 llk2 1.6f0.32.6k0.31.6i0.23.21t0.4 lli1.2 6f0.7 
3-Nitrophenanthrene @ 3.1 f 0.4 3.1 f 0.4 6 f 0.7 7f0.9 lOf1.3 1.9Iko.3 1.0*0.2 n.d. 0.5 f 0.1 0.6 f 0.1 < 0.5 0.6 * 0.2 0.5 * 0.1 
2-Nitrofluorene @ n.d. n.d. 3.0 * 0.5 n.d. 3.1 * 0.5 n.d. n.d. n.d. n.d. n.d. n.d. n.d. n.d. 
3-Nitrofluoranthene @ 13f 2 13f 2 17 * 3 25 f 5 20 * 4 6 1.5 * 7 f 1.2 1.2 0.2 1.3 0.2 4 0.7 2.6 0.4 f f f f 7 1.0 f 10f 2 
1 -Nitropyrene @ 11*2 11*2 16 3 f 5 0.6 6 1.5 4 0.6 * * f 2.5 0.4 f 2.8 0.5 1.6 0.3 2.5 0.3 1.7 0.3 f f f f 1.9 0.2 f 0.8 0.1 f 
6-Nitrochrysene @ 0.6 * 2 0.6 f 0.2 2.9 * 0.4 0.9 * 0.2 3.0 * 0.4 n.d. n.d. n.d. n.d. n.d. < 0.5 0.5 * 0.2 n.d. 
‘The results are expressed as micrograms per liter (ppb) in the extract. The concentration factor from air sampled 10 extract is 30~1 (m3/g). Detectable analytes 
whose concentration is below the range of the calibration curve are indicated as < 0.5. Undetected analytes are indicated as n.d. 
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working conditions. For the specific foundry consid- 
ered in our study, these samples were collected at sites 
close, respectively, to the casting and the shakeout 
stages of pig iron processing. 
As for soil samples, 0.5 kg L-’ was assumed as the 
detection limit for nitro-PAHs in the extract. This con- 
centration corresponds to 500 fg injected (1 PL) and to 
15 pg/m3 of air sampled, much below the concentra- 
tions usually allowed for most air contaminants (i.e., 
PAHs) by the regulatory laws of industrialized coun- 
tries. 
A single urban air-particulate sample was collected 
during summertime at a road intersection in Rivoli 
(Turin metropolitan area) to verify the applicability of 
our procedure to the problem of urban air quality 
control. This sample was collected and treated the 
same as the foundry samples except for the larger air 
volume sampled (108 m3 instead of 30 m3). The chro- 
matographic profile obtained from the corresponding 
extract is shown in Figure 7. A few peaks appear in the 
chromatogram, six of which coincide with nitro-PAH 
authentic standards: the two nitronaphthalenes were 
quantified as approximately 0.5 ppb (4.5 pg/m3); 9- 
nitroanthracene and 3nitrophenanthrene as 2 ppb 
(18 pg/m3); l-nitropyrene as 10 ppb (90 pg/m3); 3- 
nitrofluoranthene as 60 ppb (550 pg/m3). Thus, the 
heavy nitro-PAHs are prevalent in the particulate, as is 
expected for the condensate phase during the warm 
season [ 191. The specific nitrofluoranthene and nitropy- 
rene isomers found in the air particulate clearly indi- 
cate their origin in the electrophilic nitration of the 
corresponding PAHs, during motor-vehicle combus- 
tion processes [20]. Extensive work on the presence 
and formation mechanisms of nitro-PAHs in the urban 
air particulate and atmosphere of our metropolitan 
area is in progress. 
3x10’ 
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Figure 7. Gas chromatogram obtained from an urban airborne 
particulate sample extract under EC-MS/MS MRM conditions. 
Nitro-PAHs are indicated as in Figure 2. 
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